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(4) M5 x 16mm FHMS 

Installation Guide 

Carestation 600 Series Upper Monitor Mount 

 

 

 

(4) M5 x 16mm FHMS 

(3) M6 x 12mm FHMS 

(3) M6 x 12mm FHMS 

(1) 

Torque: 3.39+/-0.17N.m 

Torque: 5.08+/-0.25N.m 

Installation Note: Rotate the GCX 

plunger plate back to front if needed 

when mounted GEHC patient monitor 

B20/40 or B30. 


